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Three-dimensional (3D) imaging of the fluid distributions within the rock is essential to enable the unam-
biguous interpretation of core flooding data. Magnetic resonance imaging (MRI) has been widely used to
image fluid saturation in rock cores; however, conventional acquisition strategies are typically too slow
to capture the dynamic nature of the displacement processes that are of interest. Using Compressed
Sensing (CS), it is possible to reconstruct a near-perfect image from significantly fewer measurements
than was previously thought necessary, and this can result in a significant reduction in the image acqui-
sition times. In the present study, a method using the Rapid Acquisition with Relaxation Enhancement
(RARE) pulse sequence with CS to provide 3D images of the fluid saturation in rock core samples during
laboratory core floods is demonstrated. An objective method using image quality metrics for the deter-
mination of the most suitable regularisation functional to be used in the CS reconstructions is reported.
It is shown that for the present application, Total Variation outperforms the Haar and Daubechies3 wave-
let families in terms of the agreement of their respective CS reconstructions with a fully-sampled refer-
ence image. Using the CS-RARE approach, 3D images of the fluid saturation in the rock core have been
acquired in 16 min. The CS-RARE technique has been applied to image the residual water saturation in
the rock during a water-water displacement core flood. With a flow rate corresponding to an interstitial
velocity of vi = 1.89 ± 0.03 ft day1, 0.1 pore volumes were injected over the course of each image acqui-
sition, a four-fold reduction when compared to a fully-sampled RARE acquisition. Finally, the 3D CS-RARE
technique has been used to image the drainage of dodecane into the water-saturated rock in which the
dynamics of the coalescence of discrete clusters of the non-wetting phase are clearly observed. The
enhancement in the temporal resolution that has been achieved using the CS-RARE approach enables
dynamic transport processes pertinent to laboratory core floods to be investigated in 3D on a time-
scale and with a spatial resolution that, until now, has not been possible.
 2016 The Authors. Published by Elsevier Inc. This is an openaccess article under the CCBY license (http://
creativecommons.org/licenses/by/4.0/).1. Introduction
Laboratory-scale displacements in rock core-plug samples (core
floods) are widely used to develop understanding of oil recovery
mechanisms [1–5], for validating interpretations of field-pilot well
logging data [2] and for oilfield evaluation [3,4]. Traditionally,
dynamic monitoring of core-plug internal fluid distributions has
not been possible. This limitation necessitates that the system is
treated as a ‘black-box’, whereby only the volumes and composi-
tions of recovered fluids can be determined [5]. In reality, accurate
recoveries cannot be determined from such volumetric averages,due to capillary end effects, oil bank formations, and both struc-
tural and surface wettability heterogeneities [2,4,6–9]. To this
end, acquiring spatially-resolved information on the fluid distribu-
tions occurring throughout the time-course of core-floods is of
considerable interest.
Currently, magnetic resonance imaging (MRI) [1,2,4–6,10–23]
and X-ray computed tomography (CT) [24–29] are the most widely
used techniques for imaging in situ core flood fluid distributions;
both of which can non-destructively image multiphase fluid sys-
tems in porous media. As is well known the origin of image con-
trast associated with the two methodologies is quite different
[30]. Whilst X-ray CT produces images at higher spatial resolution
than MRI, albeit typically on smaller samples, the range of non-
invasive contrast mechanisms associated with MRI methods,
combined with its existing applications in special core analysis
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[34] measurements) make using magnetic resonance for imaging
laboratory core floods a natural choice [35].
In systems that exhibit an heterogeneous fluid distribution
within the rock during the core flood, for instance due to the cap-
illary end effect [9], formation of Saffman-Taylor instabilities
[12,36] or so-called ‘worm holes’ in reactive flow [37], 3D images
are required to fully characterise core-flood behaviour. In conven-
tional MRI acquisitions, k-space data are uniformly sampled at the
Nyquist rate at increments of Dk, which is determined by the
desired field-of-view (FOV) and image resolution [38,39]. Conse-
quently, when multi-dimensional and high spatial resolution
images are sought, this can result in long acquisition times. For
example, when using the spin-warp pulse sequence [40] for a
matrix size of 256  128  128 (read  phase  phase) with a
recycle time of 2 s and 4 scans for signal averaging, the acquisition
time will be approximately 36 h. At an interstitial velocity of
1 ft day1, which is representative of that found in the reservoir,
in a 1.500 diameter by 300 length cylindrical plug with a porosity of
20%, approximately seven pore volumes (P.V.) of the displacing
fluid will have been injected over the course of the 36 h acquisi-
tion. From this it is evident that the acquisition times for conven-
tional 3D MRI sequences are such that the dynamic nature of
core flood displacements cannot be effectively monitored.
Image acquisition times can be reduced using fast imaging
sequences such as Rapid Acquisition with Relaxation Enhancement
(RARE) [41] and Echo Planar Imaging (EPI) [42]. The principle
behind both RARE and EPI is that multiple lines of k-space are
acquired from an individual excitation. The practical limit on the
number of lines of data that can be acquired from each excitation,
and correspondingly the reduction in acquisition time, is deter-
mined by the relaxation times of the sample under investigation.
The transverse relaxation times for the fluid-saturated rock core
samples, which are the subject of the present study, are expected
to be in the range of tens to hundreds of milliseconds. Considering
a RARE acquisition of a water-saturated rock core characterised by
T2 = 150 ms, with an echo time TE = 4 ms, it is reasonable to suggest
that 32 lines of k-space can be acquired from each excitation.
Therefore, for a matrix size of 256  128  128 (read  pha-
se  phase) with a recycle time of 2 s and 4 scans for signal
averaging, the acquisition time is approximately 68 min. For the
same conditions of the hypothetical core-flood discussed
previously, approximately 0.2 P.V. of the displacing fluid will have
been injected during the course of the acquisition. Whilst this is a
significant improvement relative to the spin-warp acquisition, it is
desirable to reduce the amount of blurring over the image
acquisition still further to ensure that ‘snap-shots’ of the fluid dis-
tribution can be acquired at specific time points during the core
flood.
It has been demonstrated that by using compressed sensing
(CS), a signal with a sparse representation, such as an image, can
be recovered from a number of measurements sampled below
the Nyquist rate [43,44]. It therefore follows that by combining
CS with ultra-fast MRI acquisitions, further reductions in acquisi-
tion time can be achieved, thus enabling dynamic processes, such
as the laboratory core flood, to be studied. A second advantage of
the enhancement in temporal resolution using CS is that a higher
signal-to-noise ratio (SNR) can be achieved through more
signal averaging per unit acquisition time. Again, this is desirable
to the petrophysics community as low-field magnets, with inher-
ently low sensitivity, are commonly used in a core analysis
laboratory.
In application to porous materials, CS has previously been com-
bined with pure phase-encoding techniques. Due to their robust-
ness in the presence of paramagnetic impurities and magneticsusceptibility gradients, the pure phase encode methods have pro-
ven to be suitable for providing quantitative measurements of the
fluid content in particularly challenging systems, such as rock
cores. Single point imaging (SPI) with CS has been employed to
quantitatively 3D-image dynamic moisture absorption processes
within cereal-based wafer material [45]. Under-sampling the
acquisition (at 33% of k-space) reduced the acquisition time from
39 to 13 min. More recently, spin echo SPI (SESPI) was used to
image a water-saturated Berea sandstone core-plug: under-
sampling in both phase-encoding directions, in which 20% of a
64  32 k-space matrix was acquired, resulted in an acquisition
time of 2 h, which represented a 5-fold enhancement in the tempo-
ral resolution relative to a fully-sampled acquisition [46].
CS has also been compared with restricted k-space ‘keyhole’
imaging to provide spatially-resolved, 2D T2 distributions [47].
While it was determined that the keyhole approach was more
robust than CS in obtaining T2 distributions from the image, both
methods were found to be able to produce spin density maps in
close-agreement with the fully-sampled reference image. How-
ever, there is an inherent limitation of the keyhole method when
it cannot be assumed that the high spatial frequency regions of
k-space, that are not sampled, do not change significantly over
the time-course of experiments. The idea of restricted k-space
sampling, as a means of decreasing acquisition times, has since
been extended to obtain 2D Hybrid-SESPI, as well as 2D and 3D
SPRITE images [48]. Xiao and Balcom [49] have presented a
method using SESPI to acquire 1D water-saturation profiles during
the dynamic flooding of a sandstone rock core. It has been shown
that correlations in the spatial and temporal dimensions can be
exploited to enable under-sampling of k-t-space, thus resulting
in significant reductions in the acquisition time.
However, even with k-space under-sampling, the pure phase
encoding techniques are too slow for studying dynamic displace-
ment processes with 3D MRI. Depending on the system under
investigation and the information sought, the choice of MRI pulse
sequence is a trade-off between how quantitative the resulting
image is and the achievable temporal resolution. In the application
to imaging of rock cores, the most commonly used fast imaging
techniques are p-EPI (PEPI) [50] and RARE [41]. The latter
has certain advantages over the former, in that it is both T1 and
T2-weighted as opposed to solely T2-weighted, which, in theory,
means that the signal lifetime is longer and more echoes may be
acquired from a single excitation for a given echo time [35]. Addi-
tionally, due to non-ideal radio frequency (r.f.) pulses and imper-
fect gradients, PEPI is a notoriously difficult pulse sequence to
implement. However, it has been shown by Xiao and Balcom [51]
that by using composite broadband refocusing r.f. pulses and
gradient pre-equalization, 3D PEPI can be successfully imple-
mented to image water saturation in rock core plugs. This method
has recently been applied to measure the oil distribution within a
rock during a dynamic core flood [52]. As will be discussed in detail
in Section 3, the RARE pulse sequence is particularly well-suited to
CS acquisitions. This is due to the fact that the magnetisation is
returned to the same position in k-space following the acquisition
of each echo thus allowing much greater freedom in the design of
the k-space sampling patterns. Considering the relative merits of
these two ultra-fast MRI sequences, the RARE pulse sequence will
be used as the basis for the CS acquisitions in the present study.
In this work, a 3D RARE with CS technique is demonstrated for
imaging the fluid saturation during a laboratory core flood. The
optimal k-space under-sampling strategy and image reconstruc-
tion protocols are described. The 3D CS-RARE technique is then
applied to monitoring the forced displacement of water from a
Bentheimer sandstone and subsequently the injection of dodecane
into the water-saturated rock.
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Fig. 1. Schematic of the Rapid Acquisition with Relaxation Enhancement (RARE)
pulse sequence. k-space is frequency encoded in the read direction (kR) and phase
encoded in kP1 and kP2 upon the application of the read gradient (GR) and phase
gradients (GP1 and GP2) respectively. The number of 180 degree pulses applied for
each acquisition is determined by the RARE factor (NRF) and the total number of r.f.
excitations (NEX) required to sample k-space is given by the total number of points
in the two phase encoding directions, NP1,2 divided by NRF.
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The concepts underpinning CS applied to MRI, and the mathe-
matical formalism used is described by Lustig et al. [43]. The
approach used in the present work and described below follows
this approach. The particular regularisation methods and image
quality metrics used here are introduced in our earlier work [53].
The successful implementation of CS in MRI is based on the follow-
ing requirements: (1) the aliasing artefacts in the linear recon-
struction must be incoherent and noise-like; (2) the desired
image exhibits transform sparsity; and (3) the image is recon-
structed using a non-linear algorithm that enforces sparsity and
consistency with the acquired k-space data.
Let us consider the case where the image to be reconstructed is
given by x which is related to the acquired k-space measurements
via:
SFxþ v ¼ y; ð1Þ
where S is the sub-sampling pattern, F is the Fourier transform that
maps the image into k-space, v is the normally-distributed noise
(standard deviation r and zero mean) and y is the vector that con-
tains the acquired k-space measurements. Due to under-sampling
and the presence of noise, Eq. (1) is an ill-posed problem and there-
fore linear image reconstruction methods, such as the inverse Four-
ier transform, which is typically employed for the image
reconstruction of a fully-sampled k-space data set, will result in
an image containing aliasing artefacts due to the violation of the
Nyquist criterion. Therefore an approximate solution to x is sought
by using a variational regularization approach balancing the model
(Eq. (1)) and prior assumptions of x in terms of a regularisation
functional J given by:
xr 2 argminrJðxÞ
subject to kSFx yk2 6 r:
ð2Þ
The role of the inequality constraint enforces consistency with
the acquired k-space data and the regularization term J incorpo-
rates prior information on the reconstruction of xr, which is
required to counteract the ill-posedness of the problem.
In the case of the CS reconstruction, the prior information is that
the image can be sparsely represented either implicitly or in an
appropriate transform domain. Typically, the choice of the regular-
isation functional (J) that is used to map the image into the trans-
form domain depends on the nature of the image to be
reconstructed. For instance, Total Variation (TV) may be more sui-
ted to an image with sharp-edges whereas the Daubechies wavelet
transform lends itself well to images in which the pixel intensities
change more gently [53]. In the present study, TV and two families
of wavelet transforms have been considered as the regularisation
functionals, J(x), as will now be discussed:
Total Variation penalises the 1-norm of the 2-norm of the finite
different approximation of the gradient (r) of the image as given
by:
JðxÞ ¼ TVx ¼ krxk2;1: ð3Þ
In the present study, Neumann boundary conditions were set
for the CS reconstructions.
Wavelet transforms penalise the 1-norm of the wavelet-
transform (W) of the image as given by:
JðxÞ ¼WAVx ¼ kWxk1: ð4Þ
In the present study, the six-level Haar and Daubechies3 wave-
let transform of the image have been considered as examples ofW.
Generally, the Tikhonov-Regularization scheme for the approx-
imation of x is written as:xa 2 argmin 12 ky  SFxk
2
2 þ aJðxÞ
 
ð5Þ
where the regularisation parameter a (always positive) weights the
influence of the fidelity and regularisation terms in Eq. (5). In the
present study, a modification of Eq. (5) to include Bregman itera-
tions [53] has been implemented as described by Eq. (6):
xka 2 argmin
1
2
kyk  SFxk22 þ aJðxÞ
 
; ð6aÞ
yk ¼ yk1 þ y  SFxka: ð6bÞ
Using the Bregman approach, a series of k problems (Eq. (6a))
are solved with the residual added to the k-space data, y, after each
iteration (Eq. (6b)). The computational realisation of this approach
that has been employed in the present study is described in detail
elsewhere [53]. The 3D CS reconstructions were performed in Mat-
lab 2014a (Mathworks, USA) and image post-processing was per-
formed in Avizo Fire 8.1 (FEI Visualisation Sciences Group, USA).
3. Implementation of the 3D CS-RARE method
In the following section, the three key elements for the imple-
mentation of the 3D CS-RARE method are presented. Firstly, the
pulse sequence that has been used as the basis for MRI acquisitions
will be described. Secondly, the rationale for the choice of k-space
under-sampling scheme and the approach for how these data are
acquired experimentally are shown. Finally, an objective method
for the determination of the choice of regularisation functional
and permissible level of under-sampling to be used in the CS-
RARE acquisitions is demonstrated.
3.1. 3D CS-RARE acquisitions
The RARE pulse sequence (Fig. 1) has been used as the basis for
the MRI. To enable freedom in the sampling patterns to be used for
the CS acquisitions, the first and second phase-encoding gradients,
GP1 and GP2 respectively, are incremented NRF times simultane-
ously within the train of echoes following each r.f. excitation,
where NRF is the RARE-factor.
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direction (kR) and phase encoded in the phase directions kP1 and
kP2 upon the application of the read gradient (GR) and phase gradi-
ents (GP1 and GP2) respectively. For a fully-sampled 3D RARE acqui-
sition, the total experiment time is proportional to (NP1  NP2)/NRF,
where NP1 and NP2 are the number of points in the first and second
phase encoding directions, respectively. From this expression, it is
evident that the acquisition time can be reduced by increasing NRF
and reducing NP1 and NP2. However, the maximum NRF that can be
used is limited by the relaxation times of the system, and NP1 and
NP2 are fixed by the image resolution.
3.2. k-space under-sampling protocol
As has been discussed previously, using CS it is possible to
reconstruct an image from under-sampled k-space data. In the
case of 3D-RARE acquisitions, this implies that fewer measure-
ments in the two phase encoding dimensions (kP1 and kP2) can
be made than would be the case for the fully-sampled acquisitions,
thus leading to reductions in the total experiment time. As there is
no significant time penalty associated with frequency encoding,
k-space is fully-sampled in the read-out dimension (kR).
To ensure that the true signal in the image can be recovered
effectively in the CS reconstruction, it is important that the arte-
facts arising from sub-Nyquist rate sampling add incoherently,
and appear noise-like, in the image domain [43,44,54]. By sampling
k-space randomly, high levels of artefact incoherence in the linear
transform can be achieved. However, considering the shape of the
k-space signal, it has been shown that preferentially sampling
towards the centre of k-space may be optimal. Therefore, in the
present study, kP1 and kP2 are sampled according to a pseudo-
random, variable-density sampling pattern weighted towards the
centre of k-space. The methodology used for the generation of
the k-space sampling pattern is based on the Monte-Carlo incoher-
ent sampling design approach developed by Lustig et al. [43].
Two possible under-sampling approaches have been consid-
ered: Scheme 1 – two-dimensional variable-density in kP1 and
kP2; Scheme 2 – kP1 and kP2 are under-sampled, independently of
one another, using a variable density approach. Representative
sampling patterns for Scheme 1 and Scheme 2, for 50% sampling
of k-space, are shown in Fig. 2a and b, respectively.
In order to assess which of the sampling methods is optimal,
the Shepp-Logan phantom has been considered. Artificialk P
1
kP2
a
Fig. 2. Representative k-space sampling patterns for (a) Scheme 1: two-dimensional var
density, pseudo random methods, for 50% under-sampling. The white pixels represent po
black pixels are not sampled.fully-sampled k-space data (Fig. 3a) has been generated from the
Fourier transform of the Shepp Logan phantom (Fig. 3d). From this,
under-sampled k-space data have been obtained via the element-
by-element multiplication of the fully-sampled k-space (Fig. 3a)
with the two sampling patterns (Fig. 2). The k-space data derived
from Scheme 1 (Fig. 2a) and Scheme 2 (Fig. 2b) are shown in
Fig. 3b and c, respectively. The Fourier transform of the zero-
filled k-space data are shown in Fig. 3e and f, respectively. It can
be seen that in the linear reconstruction from the under-sampled
k-space data from Scheme 1 (Fig. 3e), the artefacts appear to be
noise-like whereas they appear to be somewhat more coherent
in the linear reconstruction from the under-sampled k-space data
from Scheme 2 (Fig. 3f). From this, it is evident that Scheme 1 is the
more suitable method of under-sampling k-space in terms of max-
imising the incoherence of the aliasing artefacts in the reconstruc-
tion and will therefore be employed in the CS acquisitions.
To demonstrate how the 3D CS-RARE acquisition has been
employed experimentally, Fig. 4 shows a sampling pattern with
25% of a 128  128 matrix (i.e. 4096 points) in the kP1 and kP2
dimensions, respectively. Each white pixel represents a point in
kP1 and kP2 at which a line of k-space in the read direction, kR (into
the page) is fully-sampled.
In an attempt to ensure that relaxation weighting of the signal
is consistent across k-space, a key consideration is the order in
which the points are acquired. In the standard implementation of
3D RARE, for each excitation, NRF lines of kR are acquired at differ-
ent positions in kP1 for a single value of kP2 and this is repeated for
all values of kP2 for subsequent excitations. However, given the
variable-density nature of the sampling pattern (Fig. 4), this is
not feasible as the number of points sampled in kP1 is not constant
for all values of kP2. To this end, an approach whereby the points in
kP1,2 are sampled in an order corresponding to their proximity from
the centre of k-space has been implemented. Fig. 5a shows a rep-
resentative trajectory for kP1 and kP2 as a function of the number of
180 pulses in the RARE loop for one excitation where NRF = 64.
Therefore, for the case where NRF = 64, 64 r.f. excitations and differ-
ent sets of gradient values are required to sample all 4096 lines of
kR in kP1,2 as shown in Fig. 5b.
From Fig. 5a it is evident that the centre of k-space (in the two
phase-encoding directions) is approached around the 32nd 180
pulse for each excitation. It should be noted that using this method,
the point at which the centre of k-space is approached within the
train of 180 pulses can be optimised depending on the nature ofk P
1
kP2
b
iable density, pseudo random and (b) Scheme 2: series of one-dimensional variable
sitions in kP1 and kP2 at which a line of kR (into the page) is fully sampled, whilst the
Fig. 3. (a) Artificial k-space generated from the (b) Shepp-Logan phantom. Under-sampled k-space and the associated zero-filled Fourier transform for under-sampling
method Scheme 1 (b and e) and Scheme 2 (c and f). Referring to the under-sampled k-space rasters (b and c), the black pixels indicate positions in kP1 and kP2 that are not
sampled.
k P
1 
/ m
-1
kP2 / m
-1
-1 0 1
-1
0
1
Fig. 4. Variable-density k-space sampling pattern with under-sampling in the two
phase encoding directions for a sampling fraction of 25% of a 128  128 matrix. The
white pixels represent positions in kP1 and kP2 at which a line of kR (into the page) is
fully sampled.
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tre of k-space earlier would improve the SNR at the expense of the
high-resolution features in the image. From Fig. 5b, it can be seen
the same regions of k-space are acquired at approximately the
same point in each train of echoes, thus ensuring that relaxation
weighting is distributed evenly across k-space.3.3. Image quality metrics
To determine the most suitable regularisation functional to use
in the CS reconstructions and the degree to which k-space can be
under-sampled in the CS-RARE acquisitions, an objective assess-
ment of the quality of the images obtained from the CS reconstruc-
tions (xCS) with respect to a fully sampled reference image (xFS) has
been conducted. For this, commonly used metrics of image quality,
‘2-error, peak signal-to-noise ratio (PSNR) and the structural simi-
larity index (SSIM), as will now be described, have been used:
3.3.1. ‘2-error
The ‘2-error of the difference map between the fully-sampled
and CS reconstructions is used as a simple, quantitative measure
of the quality of the CS reconstruction relative to the fully-
sampled image as given by:
‘2 ¼ kxCS  xFSk2kxFSk2
: ð7Þ
The ‘2 norm of the matrix is defined as kxk2 ¼
ﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃﬃP
ijxij2
q
where xi
is the signal intensity at the ith voxel. A lower ‘2-error indicates a
better quality reconstruction.
3.3.2. Peak signal-to-noise ratio
The peak signal-to-noise ratio (PSNR) is a frequently used met-
ric for assessing the quality of an image reconstruction and is given
by:
PSNRðxCS;xFSÞ ¼ 10log10
L
kxCS  xFSk22=Nvox
 !
; ð8Þ
a b
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Fig. 5. (a) Representative trajectories for kP1 and kP2 as a function of the number of 180 pulses in the RARE loop for a single excitation. It can be seen that the centre of k-
space (in the two phase-encoding directions) is approached around the 32nd 180 pulse. (b) Stacked plot of the 64 different gradient trajectories required for the 3D CS-RARE
acquisition.
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indicates a better quality reconstruction.
3.3.3. Structural similarity index
The structural similarity (SSIM) index has been shown to be a
particularly robust metric in quantifying structural differences
between a distorted and reference image [55]. Preservation of
the structural features in the CS-reconstructed images is of the
utmost importance and hence the SSIM index is a particularly rel-
evant metric in application to imaging rock cores. The local SSIM
(LSSIM) index is given by:
LSSIMðxCS;xFSÞ ¼
ð2lxFSlxCS þ C1Þð2rxFSrxCS þ C2Þ
ðl2xFS þ l2xCS þ C1Þðr2xFS þ r2xCS þ C2Þ
ð9Þ
where l and r are the mean and standard deviation, respectively,
of the image intensity in a local Gaussian-weighted window. The
global SSIM is obtained by averaging the LSSIM estimates across
the entire image. The constants (C1 = 0.01L and C2 = 0.03L) are
included to avoid instabilities. A perfect reconstruction would yield
an SSIM = 1.
4. Experimental
4.1. Materials
A Bentheimer sandstone plug, 37.5 ± 0.1 mm in diameter and
70.5 ± 0.1 mm in length, has been used as a representative sample
of a hydrocarbon-bearing reservoir rock. The pore volume (P.V.) of
the rock was determined by gravimetric analysis to be
17.6 ± 0.1 ml, thus corresponding to a porosity of u = 23 ± 2%. For
the MRI measurements, the sample was held in an Aflas sleeve
within a PEEK rock core holder (ErgoTech, Conwy, UK). A constant
confining pressure was applied to the outside of the Aflas sleeve by
per-fluorinated oil (Fluorinert FC-43) using a Gilson 307 (Gilson
Inc., USA) HPLC pump maintained at 250 ± 25 psig by a back pres-
sure regulator (Idex Health and Science, USA).
4.2. Magnetic resonance imaging
The MRI experiments were carried out on a 2 T (85 MHz for 1H)
horizontal-bore magnet controlled by a Bruker AV spectrometer. A
60 mm r.f. coil tuned to a frequency of 85.2 MHz was used for exci-
tation and signal detection. Spatial resolution was achieved with
magnetic field gradients with a maximum strength of 10.7 G cm1.
The RARE pulse sequence (Fig. 1) was used to acquire bothfully- and under-sampled 3D images. Gaussian-shaped 90 excita-
tion and 180 refocusing r.f. pulses of duration 512 ls and power
levels of 27 dB and 21 dB, respectively were used. Typical echo
times for the RARE acquisitions were approximately TE = 4 ms.
The logarithmic mean of the longitudinal and transverse relaxation
time distributions of the water-saturated Bentheimer rock core
were measured to be T1LM = 150 ms and T2LM = 120 ms,
respectively.4.2.1. Fully-sampled 3D RARE image
A fully-sampled 3D image of a water-saturated Bentheimer
sandstone rock core was acquired as a reference image to be used
in the analysis presented in Section 5.1 and 5.2 to determine the
most suitable regularisation functional to use in the CS reconstruc-
tions and to determine the degree to which k-space can be under-
sampled in the CS-RARE acquisitions, respectively. The field-of-
view (FOV) was 80 mm  50 mm  50 mm in the z, x and y direc-
tions respectively. For the data matrix size of 256  128  128 pix-
els used in the read (z) direction and first (x) and second (y) phase
encoding directions, the image resolution is therefore 0.31 mm
pixel1  0.39 mm pixel1  0.39 mm pixel1. With a RARE factor
of NRF = 32 and eight scans for signal averaging, the acquisition
time was approximately 2 h 9 min.4.2.2. 3D CS-RARE imaging during laboratory core flood displacements
For the core flood experiments, two separate experiments were
performed on the same rock core. First, the rock was initially satu-
rated with deionised water, which was subsequently displaced by
a gadolinium chloride (GdCl3) doped-water solution during the
core flood. A GdCl3.6H2O concentration of 8 mM was used, such
that the resulting T2 of the solution was 10 ms, and was therefore
sufficiently short that it could not be detected in the images. The
injectant was pumped through the rock at a flow rate of
0.1 ml min1 using a Quizix QX1500 (Chandler Engineering, USA)
dual-syringe pump. The corresponding interstitial pore velocity
is, vi = 1.89 ± 0.03 ft day1. During the core flood, a series of 3D
CS-RARE images were acquired to image the residual water con-
tent (i.e. the undoped water remaining in the rock) until all of
the undoped water had been displaced by the Gd3+-doped solution.
In the second experiment, the core from the experiment (now sat-
urated with the Gd3+-doped solution) was taken, and dodecane
was injected at 0.1 ml min1 using a Harvard 22 syringe pump
(Harvard Apparatus, USA) to mimic a primary drainage process.
Again, a series of 3D CS-RARE images were acquired during this
process.
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80 mm  50 mm  50 mm in the z, x and y directions respectively.
For a data matrix size of 256  128  128 pixels in the read (z)
direction and first (x) and second (y) phase encoding directions,
this gave an image resolution of 0.31 mm pixel1 
0.39 mm pixel1  0.39 mm pixel1. With a 25% sampling of
k-space, a RARE factor of NRF = 64 and eight scans for signal aver-
aging, the acquisition time was 16 min.
5. Results and discussion
The results are presented in three sections. Firstly, a justifica-
tion for the most suitable regularisation functional to be used for
the CS image reconstructions is presented. Secondly, a series of
CS reconstructions on artificially under-sampled k-space data have
been conducted to determine the level of under-sampling to be
used for the CS-RARE acquisitions. Finally, the 3D CS-RARE method
has been used to image the residual water saturation during the
forced displacement by a doped-water solution and subsequently
to image the drainage of dodecane into the water-saturated rock
core.
5.1. Investigation of regularisation functionals
In this section, the images obtained from CS reconstructions
(xCS) using different regularisation functionals described in
Section 2 have been compared with a fully-sampled (xFS) reference
image using the image quality metrics described in Section 3.3.
Artificially under-sampled k-space data were generated by multi-
plying the 3D k-space data, acquired for the fully-sampled image
of the water-saturated Bentheimer, by a variable-density sampling
pattern (e.g. Fig. 4) with a sampling fraction of 25%. For the CS
reconstructions of the under-sampled k-space data, 20 Bregman
iterations (Eqs. (6a) and (6b)) were performed; the starting value
of the regularisation parameter was a ¼ 0:1 in all cases. Subse-
quently, the image quality metrics, ‘2-error (Eq. (7)), PSNR (Eq.
(8)) and SSIM (Eq. (9)), were determined for the 3D images
obtained following each of the Bregman iterations as shown in
Fig. 6a–c, respectively.
Two-dimensional xz slice images from the central plane of the
3D images obtained from the fully-sampled reconstruction and
zero-filled Fourier transform are shown in Figs. 7a and b, respec-
tively. As discussed in Section 3.3, the best CS reconstructions are
deemed to be the images that yield the lowest ‘2-error and the
highest PSNR and SSIM. Therefore, referring to Fig. 6, the best
images for the CS reconstructions using TV, Haar wavelet trans-
form and Daubechies-3 wavelet transform as the regularization
functional correspond to Bregman iteration numbers 20, 3 and 3
and are shown in Fig. 7c, d and e, respectively.0 5 1
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Fig. 6. (a) ‘2-error, (b) PSNR and (c) SSIM of the images obtained using a Total Variation
reconstructions of the 25% sampled k-space. Each metric indicates that the CS reconstr
functionals tested, Total Variation yields the highest quality reconstruction.Considering the fully-sampled image of the water-saturated
rock (Fig. 7a), the choice of the most suitable regularisation func-
tional to use in the CS reconstruction is not immediately apparent
as there is no obvious sparse representation of the image in any of
the transform domains that have been considered. Nevertheless, it
is clear that all three CS reconstructions (Fig. 7c–e) recover an
image that is much more visually similar to the fully-sampled case
than the zero-filled Fourier transform (Fig. 7b) and therefore the
use of CS is justified. From the image quality analysis presented
in Fig. 6, of the different regularisation functionals considered, TV
yields the best image quality with respect to the fully-sampled
image. For a 25% k-space sampling fraction, an image with an
‘2-error = 0.18, PSNR = 32.5 and an SSIM = 0.86 is recovered. For
the same level of under-sampling, the best-performing wavelet
transform is the Haar function which yielded an image with an
‘2-error = 0.26, PSNR = 29.6 and an SSIM = 0.74. Based on these
results, TV will be used for all subsequent CS reconstructions in
the present study.5.2. Level of under-sampling for CS-RARE acquisitions
In order to determine an acceptable level of under-sampling for
the CS-RARE acquisitions, artificially under-sampled k-space data
were generated by multiplying the fully-sampled 3D k-space data
set by variable-density sampling patterns ranging from 12.5% to
75% sampling. A summary of the ‘2-error, PSNR and SSIM for the
best CS reconstruction and zero-filled Fourier transform at the dif-
ferent levels of under-sampling that have been tested is shown in
Fig. 8. As expected, it is seen that the CS reconstructions outper-
form the zero-filled Fourier transform. Furthermore, the enhance-
ment in the quality of the CS reconstructions, relative to the
zero-filled Fourier transforms increases with the level of under-
sampling. Two-dimensional xz slice images from the central plane
of the 3D images of the CS reconstructions are shown in Fig. 9a–e
for 12.5, 25, 37.5, 50 and 75% sampling, respectively. From Fig. 9 it
is seen that at all levels of under-sampling, the edges of the rock
are clearly resolved however, the fine-detailed structures in the
image appear to be progressively more smoothed as the extent
to which k-space is under-sampled increases. It can also be seen
that certain coarser-scale features in the image, such as the ‘pocket’
of air or non-porous solid circled in Fig. 9a), are preserved even at
the highest degree of under-sampling that has been considered. In
order to be able to resolve core-scale phenomena that are of inter-
est in laboratory core floods, such as Saffman-Taylor instabilities
[12,36] and capillary end effects [9], it is information on the mil-
limetre to centimetre scale that is required. Therefore, the loss of
contrast at the pore-scale level is deemed acceptable in the present
application. Considering the results presented in Fig. 9, a k-space
sampling fraction of 25% has been used for the subsequent 3D0 5 10 15 200
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Fig. 7. 2D xz slice images from the central plane of the 3D images obtained from the (a) fully sampled 3D image, (b) zero-filled Fourier transform of the 25% sampled k-space
data, and CS reconstructions of the 25% sampled k-space data sets using (c) TV, and (d) Haar and (e) Daubechies3 wavelet transforms as the regulariser. The intensity scale for
each image has been normalised relative to the maximum intensity pixel in that image and is proportional to the local water content in the rock.
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Fig. 8. (a) ‘2-error, (b) PSNR and (c) SSIM of the images obtained using a zero-filled Fourier transform and total variation as the regulariser in the CS reconstructions for
k-space sampling fractions ranging from 12.5% to 75%.
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Fig. 9. 2D xz slice images from the central plane of the 3D images obtained from the CS reconstructions of the (a) 12.5%, (b) 25%, (c) 37.5%, (d) 50% and (e) 75% sampled k-
space data using TV as the regulariser. The intensity scale for each image has been normalised relative to the maximum intensity pixel in that image and is proportional to the
local water content in the rock. The highlighted region in (a) identifies a ‘pocket’ of air or non-porous solid within the rock.
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tor of NRF = 64 and eight scans for signal averaging, the resulting
acquisition time was 16 min. This level of under-sampling has
been chosen so as to achieve a balance between the enhancement
in the temporal resolution of the image acquisitions that is
required to investigate the dynamics of the core flood whilst main-
taining fidelity in the CS reconstructions of both coarse and, to a
certain degree, the finer-scale features in the image.5.3. Water-water displacement and dodecane drainage
Fig. 10 shows the 3D CS-RARE images at various times during
the core flood following injection of the doped-water solution.
The signal intensity has been normalised relative to a reference
image acquired prior to beginning the flow of the injectant. For
subsequent images, a high-pass threshold has been applied such
that voxels with intensity greater than 10% of the intensity of the
80 mm
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x
Fig. 10. 3D CS images of the residual water (red) in the Bentheimer rock core after (a) 0, (b) 64, (c) 128, (d) 192, (e) 256 min of flowing the GdCl3 (aq) solution at 0.1 ml min1.
The images of the residual water content indicate the distribution of the water that was initially in the rock. The flow of the injectant is from left-to-right, in the z direction.
From the series of images, the invasion front throughout the core flood is evident. (For interpretation of the references to colour in this figure legend, the reader is referred to
the web version of this article.)
80 mm
50 mm
a b
z
y
x
x
z
y
c d e f
10 mm
20 mm
50 mm
5 mm
Fig. 11. (a) Location from which the 20 mm  10 mm  5 mm (z  x  y) region of interest is taken from within the rock and a series of 3D CS images at (b) 240 (c) 400,
(d) 560, (e) 720, (f) 840 min during the primary drainage of dodecane into the water-saturated Bentheimer plug. Red indicates dodecane, whilst the water is not detected in
the image. The flow of dodecane is in the z direction. (For interpretation of the references to colour in this figure legend, the reader is referred to the web version of this
article.)
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red in the image.
From Fig. 10, the progress of the displacement front through the
rock during the core flood is clearly observed. With the flow rate of
0.1 ml min1, corresponding to an interstitial velocity of
vi = 1.89 ± 0.03 ft day1, 0.1 P.V. of the injectant has been injected
over the period of each 16 min acquisition. For fully-sampled
spin-warp and RARE images acquired using the same acquisition
parameters as the CS-RARE images presented in Fig. 10, the
total injected pore volumes would be 12.3 P.V. and 0.4 P.V. respec-
tively. From this analysis, it is evident that the 3D CS-RARE tech-
nique enables a more accurate measurement of the fluid
saturation within the rock at specific time points in the core flood
experiment.
Following the imbibition of the doped water solution, dodecane
was injected into the water-saturated rock core at a flow rate of
0.1 ml min1. At this stage none of the residual water could be
detected in the image and it is assumed that the entire signal is
from the dodecane. A series of images during this dodecane drai-
nage process from a 20 mm  10 mm  5 mm region of interest
(ROI) in the rock core are presented in Fig. 11. The location of the
ROI within the rock core is shown in Fig. 11a).
From Fig. 11, it is seen that the dodecane advances into the pore
space in the form of discrete clusters before coalescing to form a
continuous, connected pathway of the non-wetting phase at higher
saturations. The observation that the dynamics of this process can
be studied with both the spatial and temporal resolution presented
herein, demonstrates the potential to investigate important pro-
cesses involving the flow of multiple immiscible phases in porous
media using MRI.6. Conclusions
In this paper, a method using the RARE pulse sequence with CS
for 3D imaging of the fluid saturation in rocks during a laboratory
core flood has been demonstrated. To achieve this implementation,
both the k-space sampling scheme and regularisation functional
used in the CS reconstructions were optimised. With respect to
the k-space sampling scheme, it has been shown that sampling
kP1 and kP2 according to a two-dimensional as opposed to a series
of one-dimensional pseudo-random variable density sampling
schemes yields better results in terms of minimising the coherence
of the under-sampling artefacts in the linear reconstruction.
Further, a novel method for the acquisition of under-sampled 3D
k-space data using the RARE pulse sequence has been presented
whereby the coefficients of kP1,2 are sampled in an order corre-
sponding to their distance from the centre of k-space.
An objective method for determining the optimal regularisation
functional to be used in the CS reconstructions has also been
presented. All three metrics that have been considered indicate
that, in the present application, TV yields the best image quality
with respect to a fully-sampled ‘ground truth’ image. For a 25%
k-space sampling fraction, an image with an ‘2-error = 0.18,
PSNR = 32.5 and an SSIM = 0.86 is recovered.
For the present application, a k-space sampling fraction of 25%
was chosen resulting in an acquisition time of 16 min. Relative to
the fully-sampled image, with the same RARE factor, this was a
four-fold reduction in the acquisition time however greater time
savings are possible over more standard pulse sequences. Finally,
the CS-RARE technique has been applied to image the residual
water saturation during a water-water displacement laboratory
core flood and subsequently the drainage of dodecane into the
water-saturated rock. The enhancement in the temporal resolution
has enabled the fluid distribution to be monitored on a time-scale
that would not be possible using conventional 3D MRI protocols.The reduction in acquisition times using CS will provide the
ability to investigate dynamic systems, such as laboratory core
floods, using 3D MRI with a much greater temporal resolution.
The implementation of this approach in rock core analysis will also
be beneficial as the time savings can be used to make other mea-
surements, such as T1–T2 and D–T2, to enable a more holistic char-
acterisation of the displacement process or to improve the SNR of
the acquisition through a greater number of signal averages per
unit time.
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